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ABSTRACT

BACKGROUND: Low-level light/laser therapy
(LLLT) can potentially stimulate hair growth

in pattern hair loss (PHL), with many available
home-use LLLT devices of different designs and
technology on the market. However, not all devices
are cleared by the United States (US) Food and

Drug Administration (FDA), with very few studies
to support their efficacy. OBJECTIVES: This
systematic review and meta-analysis aimed to
investigate the effectiveness of FDA-approved LLLT
devices for PHL treatment. METHODS: We included
articles related to FDA-approved home-use LLLT
devices on PubMed and Medline, using the FDA
510(K) Premarket Notification database and the
systematic search of articles up to January 2020.
The standardized mean difference (SMD) for the
changes of hair density treated by LLLT versus sham
devices was analyzed. RESULTS. Only 32 home-use
LLLT devices have been approved by the FDA as of
January 2020. The meta-analysis comprised seven
double-blinded, randomized, controlled trials. The
overall quantitative analysis yielded a significant
increase in hair density in those treated by LLLT
versus sham groups (SMD: 1.27, 95% confidence
interval [CI]: 0.993—1.639). The subgroup analysis
demonstrated the increased hair growth in male and
female subjects with both comb- and helmet-type
devices. There were significant LLLT sources in the
LDs alone (SMD: 1.52, 95% Cl: 1.16—1.88) and the
LDs combination (SMD: 0.85, 95% Cl: 0.55-1.16)
(p=0.043). CONCLUSION: LLLT is potentially
effective for PHL treatment. Nonetheless, the long-
term follow-up study in patients with severe PHL
with combined standard treatment and comparison
between LLLT devices and energy sources is
recommended.

KEY WORDS: Pattern hair loss, low-level laser
therapy, low-level light therapy, FDA-approved LLLT
devices, androgenetic alopecia, hair loss
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Pattern hair loss (PHL), also called
androgenetic alopecia (AGA), affects half of the
men aged 50 years or older and more than half of
the women aged 80 years or older." Although PHL
is not fatal, many patients lose their confidence
and become stressed.”

Oral finasteride and topical minoxidil*in
various forms, including solution, foam, and
shampoo, are currently approved by the United
States (US) Food and Drug Administration (FDA)
for PHL treatments. Despite its treatment efficacy,
oral finasteride can cause some unfavorable side
effects, such as erectile dysfunction, decreased
libido, and increased body hair growth.>* Thus,
other treatment options are recommended
in those who respond poorly or experience
undesirable side effects.’

In 1967, a pioneer research study was first
conducted to assess the “photobiostimulation”
or low-level light/laser therapy (LLLT) on mice
by using the ruby laser.® Results indicated
increased hair growth on the shaved-off areas
of animals’backs. The efficacy of LLLT has since
been investigated by many scientists, and the

utilization of LLLT therapy has been adapted
worldwide, especially for certain skin diseases,
such as AGA.

The mechanism of LLLT in hair regrowth
enhances the stimulation of mitochondria
located in hair bulge stem cells, with cytochrome
c oxidase (CCO) in the membrane of the
mitochondria as the target chromophore of red
light. This then leads to mitochondrial respiration,
with reactive oxygen species (ROS) and
adenosine triphosphate (ATP) to activate cellular
proliferation, migration, and oxygenation, which
consequently promote hair growth.”

In 2007, the first cleared LLLT device was
introduced for male patients with PHL by the FDA.
Since then, the numerous forms of convenient
LLLT technology and devices have been modified
by different manufacturers in the current US
market, though some of those LLLT products
with very few published articles to support
their efficacy have been approved by the FDA.
Thus, we aimed to investigate the efficacy of
the FDA-approved LLLT devices, with different
designs and light/laser sources, on hair growth in
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male and female patients. Also, the information
on decisions of both physicians and patients
regarding the most appropriate LLLT devices and
specific technology was reviewed.

Additional records identified through
other sources
(n=0)

Records identified through database
searching
(n=135)

METHODS

Literature search. A search using product
code“0AP"from the FDA 510(k) Premarket
Notification Medical Database for all home-use
LLLT devices was performed.® The devices were
sconsidered safe and effective, substantially equal
to legally marketed devices. OAP was categorized
as“laser, comb, hair” product code to promote
hair growth. The identification of all devices in
the US market was reviewed and combined with
information on the manufacturers’ websites.

A search of PubMed and Medline for articles
related to the devices was performed through
January 5, 2020. The search terms included "low-
level light therapy" OR "low-level laser therapy"
OR "photobiomodulation (PBM)" OR "HairMax
LaserComb" AND "androgenetic alopecia” OR

) ( 1dentification )

Records after duplicates removed
(n=135)

Screening

Records excluded
(n=122)

Records screened
(n=135)

) €

Full-text articles assessed for
eligibility
(n=13)

Full-text articles excluded,
with reasons
(n=6)

Eligibility

Studies included in
quantitative synthesis
(meta-analysis)

"female PHL" OR "male PHL" OR "PHL" OR "hair
growth."

Inclusion and exdlusion criteria. Only the
studies on AGA or PHL in humans and the use of
FDA-approved devices, written in English, were
included. The review articles, studies on animals,
usage of other modalities, not commercially
available in the market, and not written in English
were excluded.

All search results were screened by two
reviewers for relevant abstracts and titles.

Full texts of potentially relevant studies were
thoroughly examined for the eligibility of final
inclusion. The results were independently
reviewed by two authors. Any discrepancies were
discussed among all authors for inclusion and
exclusion criteria. We excluded three studies of
nonavailable devices,*"" one study comparing
LLLT with topical minoxidil with no sham
control,” one retrospective observational study,"
and one prospective nonrandomized control trial.®
Seven studies met the inclusion criteria for our
meta-analysis (Figure 1).

Study quality assessment. The
methodological quality of included studies was
independently evaluated by two reviewers,
using Jadad scoring for the evaluation of
randomized control trials (RCTs)™ in three aspects:
randomization (2 points), blinding (2 points),
and accountability of all patients (1 point).
Potential scores ranged from 0 to 5, with a higher
score indicating better methodological quality.
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FIGURE 1. Schematic for systematic search; a total of 135 articles were reviewed and only 7 studies met the inclusion

criteria.

Discrepancies between reviewers were resolved
through discussions.

Data extraction. Data on study design, type
of intervention, and outcome were extracted by
two reviewers and screened for eligible studies
in duplicate according to titles, abstracts, and full
texts.

Information on interventions and device
properties was gathered by first author, year,
sample size, number and type of treatment
arms, participant characteristics, comparative
arm regimens, and summary of general LLLT
protocol. Data on design of device, type and
number of light/laser sources, wavelength,
irradiation parameter, irradiation time, session
frequency (days/weeks) and treatment duration
(weeks), retail cost, and special features were also
collected.

The type of outcome measurement
was described (unit area trichogram,
phototrichogram, global photography, direct
hair count, hair analysis software, and blinded
or nonblinded investigator for hair analysis), as
well as primary endpoints (hair count/density,
hair thickness/shaft diameter, vellus hair count/
density, terminal hair count/density, anagen
percentage, telogen percentage, tensile strength,
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and investigator global assessment), and
secondary endpoints (patient satisfaction and
subject global assessment).

Data synthesis and analysis. The
standardized mean differences (SMDs) of hair
density between the LLLT and the sham groups
were the primary outcome.™ The positive
SMD value of LLLT indicated a more favorable
treatment option when compared to sham. The
model of random effects was employed to pool
individual SMDs. All analyses were performed
using Stata/MP 16 software (StataCorp LP, College
Station, TX, USA). Between-trial heterogeneity
was determined by using I2 tests. The two-
tailed p-value, 12 values >50 percent, and
p-value <0.05, were considered as significant
heterogeneity.™" Funnel plots and Egger’s test
were used to examine potential publication
bias."'6 Statistical significance was defined as
p-values <0.05.

RESULTS

Study search and characteristics of
induded patients. There were 58 entries in
the FDA 510(k) Premarket Notification Medical
Database. Of these, 32 home-use LLLT devices
were marketed in the US up to January 5, 2020
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Treatment Control Std diff in mean Weight
Study name Total Mean SD Total Mean SD and 985% Cl (%)
Leavitt, M. (2008) 71 173 119 39 -89 17 ~l- 221[1.73,2.70) 1167
Kim, H. (2003) 15 17.2 121 14 -21 183 —a— 1.25[0.46,2.05) 7.92
Lanzafram, R. J. (2013) 22 672 334 18 323 442 —— 0.90[0.25,1.56) 9.52
Lanzafram, R. J. (2014) 24 4871761 18 11,05 483 —— 1.10[0.45,1.76] 9.51
Jimenze, J.J. (2014) Trial 1 42 202 112 21 28 185 —l— 1.32[0.75.1.89] 10.55
Jimenze, J.J. (2014) Trial2 39 206 116 18 3 83 —— 1.61[0.98,2.24) 9.79
Jimenze, J.J. (2014) Trial 3 24 184 137 14 3 93 —.— 1.25[0.54,1.97) 8.78
Jimenze, J.J. (2014) Trial4 19 257 171 21 94 129 —— 1.08{0.42,1.75) 9.39
Friedman, S. (2017) 19 6367 509 21 12481376 —— 1.41]071,2.10) 9.08
Mai-Yi, S. (2018) 74 6 125 74 2 126 : 3 0.64[0.31,0.97) 13.80
Overall > 1.27[0.96,1.59)

3 2 4 0 4 2 38
Favor Sham Faver LLLT

Random-effects REML model

FIGURE 2. The overall effect of hair density change between United States Food and Drug Administration clearance

low-level laser therapy (LLLT) devices and sham treatments in pattern hair loss

Random-effects REML model

Treatment Control Cohen'sd  Weight
Study name Total Mean SD Total Mean SD and 95% CI (%)
Male
Leavitt, M. (2009) 71 173 119 39 -89 17 M- 221[1.73.270) 1167
Lanzafram, R. J. (2013) 22 67.2 334 18 323 442 —i— 0.90[0.25.1.56] 9.52
Jimenze, J.J. (2014) Trial3 24 184 137 14 3 93 —— 1.25[0.54,1.97] 8.78
Jimenze, J.J. (2014) Trial4 19 257 171 21 9.4 129 —— 1.08 [0.42.1.75] 9.39
- 1.40 [0.78,2.01)
Female
Lanzafram, R. J. (2014) 24 4871761 18 11.05 483 E B 1.10[0.45.1.76] 9.51
Jimenze, J.J. (2014) Trial 1 42 202 11.2 21 28 165 —— 1.32[0.75.1.89] 10.56
Jimenze, J.J. (2014) Trial2 39 206 116 18 3 83 —— 1.61[0.98,.2.24] 9.79
Friedman, S. (2017) 19 6367 509 21 12481376 N 1.41[0.71,2.10] 9.06
<> 1.36 [1.04.1.68]
Overall > 1.39[1.07,1.71]

3 2 4 0 1 2 3

Favor Sham Favor LLLT

FIGURE 3. The subgroup analysis by sex of hair density change between low-level laser therapy (LLLT) and sham

treatments in pattern hair loss

(Table 1). Nevertheless, only some of them

had the published documents to support their
efficacy. A few had the supporting dlinical trials
but no publications in the journals.

We retrieved 135 nonduplicated articles after
the meticulous evaluation of titles and abstracts.
Those not meeting the inclusion criteria were
eliminated (Figure 1). Thus, a total of seven

studies (RCTs) were included in the meta-analysis.

The efficacy of LLLT devices was compared
between patient populations of the RCTs and the
controls. Friedman et al (2017)" and Lanzafame
et al (2014)" conducted their studies only on
women. Leavitt et al (2009)% and Lanzafame et
al (2013)* included only men in their studies.
The three RCTs by Kim et al (2013),2 Jimenez et
al (2014),% and Mai-Yi Fan et al (2018)* included
both sexes. The study by Jimenez et al (2014)3
had the largest number of participants (128
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male and 141 female). The rest of the articles
had small sample sizes. The quantitative analysis
included 607 participants. Patient characteristics,
results, and quality assessment of those trials are
summarized in Table 2.

SMDs of changes in hair density. All studies
evaluated the changes in hair density. There was
a statistically significant increase of hair density
in the LLLT group. The overall SMD of LLLT versus
sham on the changes in hair density was 1.27
(95% confidence interval (Cl): 0.96—1.59), as
shown in Figure 2. The SMD heterogeneity of 12
was 64.17 percent.

Subgroup analysis comparing each
sex. No significant difference was observed
between sexes. The changes in hair density of
LLLT versus sham in the male (SMD: 1.40, 95% Cl:
0.78-2.01) and the female (SMD: 1.36, 95% CI:
1.04-1.68) groups is shown in Figure 3. The SMD

heterogeneity of 12 was less than 0.01 percent in
the female group and 74.30 percent in the male
group (Figure 3).

Subgroup analysis comparing LLLT
devices and LLLT procedures. There was no
significant difference between the comb- and
helmet-type LLLT devices. The changes in hair
density of LLLT versus sham in the comb-type
(SMD: 1.53,95% ClI: 1.11-1.96) and the helmet-
type (SMD: 0.97, 95% CI: 0.64—1.29) groups is
shown in Figure 4. The SMD heterogeneity of 12
was less than 58.99 percent in the comb-type
group and 35.09 percent in the helmet-type
group (Figure 4).

Subgroup analysis comparing LLLT light/
laser sources. A significant difference was
demonstrated between LLLT light and laser
sources (p=0.043). The changes in hair density
of LLLT versus sham in the LDs alone group
(SMD: 1.52,95% Cl: 1.16—1.88) and in LEDs
and LDs combination groups (SMD: 0.85, 95%
(1:0.55-1.16) is shown in Figure 5. The SMD
heterogeneity of 12 was 51.25 percent in the LDs
group, and 20.15 percent in the LEDs and LDs
combination groups (Figure 5).

Egger's test illustrated no significant
publication bias for the overall SMD (p=0.708).
The funnel plot for SMD of changes in hair density
is shown in Figure 6.

LLLT technological characteristics. Overall,
there were four major designs of the devices,
including sport cap (20 devices), headband (2
devices), comb (4 devices), and helmet (6 devices)
according to the manufacturers. Each device had
anumber of LLLT sources. Of these, Revian Red®
(REVIAN, Inc., Durham, NC, USA) was the only
device with just LED of 620 to 640nm wavelength,
while iGrow® (Apira Science, Inc., Boca Raton, FL,
USA) and iRestore® (Freedom Laser Therapy Inc.,
Irvine, CA, USA) devices contained both LDs and
LEDs. Twenty-eight of the devices contained only
LDs, with the number ranging from seven LDs
(HairMax Lasercomb® 7, Lexington International
LLC., Boca Raton, FL, USA) to 304 LDs (LaserCap
HD+, LaserCap Company, Highland Heights,

OH, USA). The median number of LDs used in
these devices was 148 (range 7-304), with
power less than 5mW. Nevertheless, the median
(range) total output of these devices was 740mW
(35-1520mW), with a wavelength of 650nm
(620—678nm).

The treatment regimens averaged 30 minutes
(ranging from 90 seconds to 36 minutes),
depending on shapes and total power outputs.
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HairMax® LaserBand 82 (Lexington International
LLC., Boca Raton, FL, USA) required the least
treatment time of 90 seconds. Meanwhile,
LaserCap® LCPRO (LaserCap Company, Highland
Heights, OH, USA) needed the maximum
treatment duration of 36 minutes. Most devices
were advised to be used about 3 to 4 times per
week. Only Revian Red® was instructed to be used
daily.

The retail costs started from $279 to $2,999,%%
which varied according to the numbers of LDs
and special features, such as a mobile app
connection,” of each device (Figure 7).

Review of FDA-approved LLLT device
characteristics and studies.

Capillus®. The Capillus272 Pro consists of 272
red, visible light of 650nm LDs. Each LD emits a
power of 5SmW, with a density of 2.34mW/cm?2.
The device is configured within an outer helmet
and protective inner liner for portable use, a
rechargeable battery, and an adapter, and it can
automatically pause therapy. If the subject’s head
moves outside of the radiation zone, the therapy
will pause and resume when the correct head
position reestablishes in a safety interlock, with
audible tones indicating whether the therapy has
begun or ended.

Only the published article by Friedman et al
supported the Capillus® device (Curallux, LLC.,
Doral, FL, USA).” In 2017, this multicenter,
double-blind, RCT was conducted on 44 women
(19 LLLT and 21 sham controls), using the sport
cap LLLT or sham devices at home for 30 minutes
per day on an alternate day for 17 weeks (total of
60 treatments). The total irradiance per treatment
area per session was at 4.21J/cm?. The primary
outcome showed a significant increase in terminal
hair counts compared to baseline at the end of
Week 17 for 63.67 percent versus 12.48 percent
(p<0.001) in the LLLT and the sham groups,
respectively. No adverse events were noted.

HairMax®. The HairMax LaserComb Advanced
7°, HairMax Lux 9°, and HairMax Professional 12°
consist of hand-held LLLT devices. Each device
provides the distributed laser light to the scalp.
The comb teeth can bypass the laser to reach the
scalp. The device emits a beep (9 and 12 laser
models) or vibration (7 laser models) every four
seconds to indicate the user should move the
device to a new section of the scalp.

There were four published articles supporting
the HairMax® devices. In 2003, Satino et al® first
conducted a prospective study in 35 patients (7
female and 28 male) using the 655nm HairMax

Treatment Control Std diff in mean Weight
Study name Total Mean SD Total Mean SD and95%Cl (%)
Comb type
Leawitt, M. (2009) 7T 173 119 39 -89 17 2.21[1.73,270] 1167

Jimenze, J.J. (2014) Trial 1 42 202 112 21 28 165
Jimenze, J.J, (2014) Trial2 39 206 116 18 3 93
Jimenze, J.J. (2014) Trial 3 24 184 137 14 3 83
Jimenze, J.J (2014) Trial4 19 257 171 21 94 129

132[0.75,1.89] 10.55
161(098.224] 979
125(054,1.97] 878
1.08[042,1.75] 9.39
153 [1.11,1.96]

Helmet type

Kim, H. (2013) 15
Lanzafram, R. J. (2013) 22
Lanzafram, R. J. (2014) 24

17.2 121 14 21 183
67.2 334 18 323 442
4871761 18 11.05 483

090[025,1.56] 952

-

-

.

-
——

-
—B— 125046205 792
&
—— 1.10[0.45,1.76] 9.51
B =
3

@

<

Friedman, S. (2017) 19 6367 509 21 124813.76 1.41[0.71,2.10] 9.06

Mai-Yi, S. (2018) 74 6 125 T4 -2 126 0.64 [0.31,097] 13.80
0.97 [0.64,1.29]

Overall 1.27[0.96,1.59]

Favor Sham Favor LLLT

Random-effects REML model

FIGURE 4. The subgroup analysis by comb-type and helmet-type devices of hair density change between low-level

laser therapy (LLLT) and sham treatments in pattern hair loss

Treatment Control Std diff in mean Weight
Study Total Mean SD Total Mean SD and95% Cl (%)
LDs Alone
Leawitt, M. (2009) 71 173 11930 89 17 - 221[173,270) 1167
Jimenze, J.J. (2014) Trial 1 42 202 112 21 28 165 —- 1.32[0.75,1.89] 10.55
Jimenze, JJ. (2014)Trial2 39 206 116 18 3 93 —— 161[098224] 979
Jimenze, J.J. (2014) Trial3 24 184 137 14 3 93 —— 125[054,197) 878
Jimenze, J.J. (2014) Trial4 19 257 171 21 94 129 —— 108[0.42,1.75] 939
Friedman, S. (2017) 19 6367 509 21 12481376 —8—  141[071,210] 9.06
> 152[1.16,1.89)
LEDs+LDs
Kim, H. (2013) 15 172 121 14 21 183 B 125[046,205 7.92
Lanzafram, R.J. (2013) 22 672 334 18 323 442 —— 0.90[0.25,156] 9.52
Lanzafram, R J. (2014) 24 4871761 18 1105 483 —i— 110[045,1.76] 951
Mai-Yi, S. (2018) 74 6 125 74 -2 126 : 3 0.64[0.31,097] 1380
=3 0.85[0.55,1.16]
Overall < 1.27[0.96,1.59]
3 2 4 0 1 2 3
Favor Sham Favor LLLT
Random-effects REML model

FIGURE 5. The subgroup analysis by LDs alone and combination of LDs and LEDs, comb-type and helmet-type devices

of hair density change between low-level laser therapy (LLLT) and sham treatments in pattern hair loss

In 2009, Leavitt et al*® conducted a double-
blinded, sham-controlled study in the recruited
110 men with PHL (71 HairMax Lasercomb®
and 39 sham-controlled devices). The device
composed of 9 LDs, with emitting power at 5SmW
and wavelength of 655+5nm. Patients were
instructed to use this sham-controlled device

Lasercomb® at home. All patients were instructed
to comb their hair approximately one-fourth

of an inch per second for 5 to 10 minutes on an
alternate day for six months. The study showed
a93.5 percent increase in terminal hair counts
compared to baseline and a 78.9 percent increase
in hair tensile strength.
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Funnel plot of standard error by standard mean difference
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FIGURE 6. Funnel plot for all included studies in the meta-analysis. The Egger test revealed no significant publication

bias for overall standard mean difference (p=0.708).

three times per week for 15 minutes over 26
weeks. The primary outcome yielded a significant
increase of 19.8 hair/cm? for mean terminal hair
counts in the HairMax Lasercomb® group and a
decrease of 7.6 hair/cm? in the sham-controlled
group (p<0.0001).

Munck et al (2014)" conducted a retrospective
observational study to evaluate the efficacy and
safety of LLLT for PHL, either monotherapy or
concomitant therapy with minoxidil or finasteride
in an office-based setting. A total of 32 patients
(11 men and 21 women) were instructed to
use HairMax Lasercomb® three times a week
at home. The duration was 8 to 15 minutes per
session, depending on the purchased model, with
different numbers of LDs (7, 9, or 12). Each LD
had a 655nm wavelength with power density of
5mW. The mean duration of treatment was 8.7
months=5.2. 0f 32 patients, eight (25%) showed
significant improvement, 20 (62.5%) moderate
improvement, and four (12.5%) no improvement
from the global photographic assessment.
Improvement was observed in both monotherapy
and concomitant therapy, as early as three
months and up to a maximum time of 24 months.

In2014, Jimenez et al* performed a
randomized, multicenter, double-blind, sham-
controlled study in 128 men and 141 women with
PHL, using the HairMax Lasercomb®. The patients
were randomized to receive the comb device with
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seven, nine, or 12 LDs, or the sham device, three
times a week for 8 to 15 minutes per session,
depending on the model, for 26 weeks (8 minutes
for 12-laser diode model, 11 minutes for 9-laser
diode model, and 15 minutes for 7-laser diode
model). Each LD emitted a wavelength of 655nm,
with a power density of 5mW. The primary
endpoint was a significant increase of terminal
hair density for 15.27 hair/cm?’ compared to the
sham-controlled group at a 26-week follow-up
session (p<0.001).

iGrow®. The iGrow-I1 Hair Growth System
consists of 21 red visible light LDs and 30 red LEDs
configured within an outer helmet and protective
inner liner. The use of LDs and nonlaser LEDs
provides a full coverage of the upper one-third of
the head (i.e., the area commonly covered with
stylized hair). The helmet system automatically
pauses the therapy if the subject's head moves
outside of the zone of radiation. The therapy will
resume when the correct head position is re-
established. At the end of each cycle, the system
signals the therapy is complete and is ready to
be powered down by emitting an audible beep
pattern.

In 2013, Lanzafame et al”’ conducted an RCT
of LLLT for treatment of PHL in 41 men, using the
helmet device containing 21 LDs and 30 LEDs
with wavelength of 655-+5nm every other day
for 16 weeks. The patients were instructed to

use this device for 25 minutes per session, with a
power density of 2.9J/cm2 The control group used
an identical unit containing incandescent lights.
The primary endpoint demonstrated a significant
increase in hair counts for 35 percent over the
control group (p=0.003).

In 2014, Lanzafame et al” also conducted an
RCT on 42 women, using the same device as in
2013.The primary outcome was the percentage
of increase in hair counts between two groups,
which yielded an increase of 37 percent
(p<0.0001). No side effects were reported.

In 2017, the study of LLLT in combination with
standard treatment was evaluated by Esmat et
al" to compare the effects of LLLT, minoxidil, and
combination therapy in 45 women. All subjects
were categorized into three groups, including a
5% minoxidil group, LLLT group using iGrow®,
and combination therapy group. In the minoxidil
group, each patient was advised to use topical
minoxidil two times a day for four months. In
the LLLT group, the subjects were treated with
LLLT device for 25 minutes daily for four months.
In the combination therapy group, patients
were instructed to use both topical minoxidil
and LLLT. The minoxidil, the LLLT alone, and the
combination-treated groups showed a significant
increase of hair density for 34.94 percent, 34.41
percent, and 43.69 percent of participants at
four months, respectively (p<0.001). Only the
combination-treated group demonstrated a
statistically significant improvement by physician
assessment (p<0.001). No major side effects
were detected in all patients throughout the full
duration of treatment.

iRestore®. The iRestore Essential consists of
21 red visible light LDs and 30 red LEDs, while
the iRestore Professional 282 comprises of 82
LDs and 200 LEDs. Both were configured within
an outer helmet and protective inner liner. The
use of LDs and non-laser LEDs provides a full
coverage of the upper one-third of the head (i.e.,
the area commonly covered with stylized hair). If
the subject’s head moves outside of the radiation
zone, the helmet system will automatically pause
the therapy and resume when the correct head
position is re-established. At the end of the cycle,
the system signals the therapy is complete by
emitting an audible beep pattern.

The study by Kim et al* was the first to
evaluate different effects of this LLLT device for
both male and female patients with PHL. Forty
subjects (14 female and 26 male) were enrolled
in the 24-week randomized, double-blind, sham
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FIGURE 7. Four major designs of the devices including helmet (6 devices), sport cap (20 devices), headband (2 devices), and comb (4 devices). A)
(labeled with +) and 30 LEDs (labeled with *); B) sport cap device of 272 red LDs; C) headband device of 82 red LDs; and D) comb device of 9 red LDs

device-controlled multicenter study. Patients
received either a helmet type home-use LLLT or

a sham device for use 18 minutes daily for 24
weeks. This helmet-type LLLT device is composed
of a light source with LEDs emitting a wavelength
of 630nm (3.5mW, 24 units) and 660nm (2.5mW,
18 units), and LDs emitting a wavelength of
650nm (4mW, 27 units). All of the diodes run
simultaneously through six cycles, each consisting
of two minutes and 50 seconds on and 10 seconds
off. There was an increase of hair counts measured
by the phototrichogram for 14.68 percent versus
-1.68 percent (p<0.05) at Week 24 in the LLLT
and the control groups, respectively.

In 2018, Mai-Yi Fan et al** conducted a
24-week, randomized, double-blind, self-
comparison, sham device-controlled trial, which
enrolled 100 patients with PHL. All patients were
randomly assigned to receive the investigational
LLLT on one side of the head and the sham light
treatment on the other side three times weekly
for 30 minutes each over a 24-week period. The
iRestore ID-520 (WELLMIKE Technology Corp.,
New Taipei City, Taiwan) was a helmet-type
LLLT device with a light source of LEDs array of
660nm (<22mW/cm?, 27 LED) and a LDs array
of 650nm (<4.6 mW, 27 pieces). After 24 weeks
of treatment, the LLLT-treated scalp exhibited a
significantly greater hair coverage than the sham

light-treated side (14.2% vs. 11.8%, p<.001).

LLLT and other treatment combinations.
In 2014, a retrospective observational study
by Munck et al® was conducted in both male
and female participants with AGA to evaluate
the efficacy and safety of comb LLLT devices,
either monotherapy or concomitant therapy,
with minoxidil or finasteride, in an office-based
setting. The global improvement was observed
in both monotherapy and concomitant therapy.
0f 26 patients in the concomitant therapy group,
six (23.1% ) showed significant improvement,
16 (61.5%) moderate improvement, and four
(15.4%) no improvement. However, there was
no statistically significant difference between
the LLLT monotherapy and the concomitant
therapy with either minoxidil and/or finasteride
(p=0.829) in male or female participants with
AGA (p=0.091).

Another RCT compared different effects in the
minoxidil, LLLT, and combination-treated groups
of female patients with PHL for four months,™
showing a significant increase of hair density in
all groups (p<0.001). Moreover, the physician
assessment indicated 90 percent of the combined
treatment group showed improvement, with 100
percent reported patient satisfaction.

DISCUSSION
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Despite many available LLLT devices of various
designs and technology for PHL treatment in
the US market, only a few of them have been
approved by the FDA, with only some studies of
specific devices published in PubMed database to
support their efficacy.

This present meta-analysis focused on the
treatment efficacy of the FDA cleared home-use
LLLT devices on hair density improvement in
PHL patients. We included seven RCTs"2-2427 in
PHL patients who were treated by the FDA-
approved LLLT devices. There was a significant
increase in hair density in PHL patients with LLLT
treatment when compared to the sham controls.
Interestingly, the LLLT devices could improve
hair density in both men and women, with no
significant difference between the two sexes.
Additionally, both the helmet-type and the comb-
type LLLT devices yielded effective treatment
outcomes, yet with a significant difference
between light and laser sources.

In the systematic review, there were 32
home-use LLLT devices approved by the FDA in
the current market. Thus, our systemic review and
meta-analysis proposed to compare the efficacy
of those devices with controls in seven RCTs,
including one Capillus®,"™ two HairMax® % two
iGrow® 2 and two iRestore®.2%%* Moreover, there
were two cohort studies, one prospective cohort
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study® and one retrospective cohort study,"
published in PubMed database to support the
efficacy of home-use LLLT devices.

The subjects in most RCTs had mild-to-
moderate PHL (Norwood-Hamilton Class lla-V for
men and Ludwig-Savin Baldness Scale I-2, -3,
[-4, 111, 1I-2 for women). The duration of the
studies ranged from 16 to 26 weeks, with a mean
duration of 21.3 weeks.

Most articles in RCTs showed positive results
of an increase in microscopic hair counts. The
majority of LLLT treatment groups yielded a
statistically significant improvement in hair
counts compared to the control group. In two
noncontrolled trials,%' there was an improvement
in the LLLT group compared to baseline. One RCT
studied the efficacy of a helmet LLLT device in
combination with topical minoxidil in female
participants with PHL."

The differences in designs of those LLLT devices
included shape, light source, number of LEDs and
LDs, wavelength, and total power output. Due to
the lack of a head-to-head study, we were unable
to evaluate the dlinical benefits of one device
over another. When considering the number of
diodes, the comb-type LLLT devices used the least
number of diodes, ranging from 7 to 12 diodes.
The prices of comb-type LLLT devices were lower
than other shapes and also demonstrated clinical
efficacy.2* Hence, they could be good options for
patients with financial limitations. The hand-free
devices including caps™ and helmets,™2"? which
demonstrated clinical efficacy, usually used a high
number of diodes ranging from 40 to 304 with
user-friendly capability. In particular, patients
could manage their daily activities during
treatment sessions.

Among 32 home-use LLLT devices, the majority
(87.5%) were composed of only LDs, with
essential lasers for therapeutic benefits. Following
the collimated, coherent, highly monochromatic
beam properties, the possibility of high power
densities were then considered preferable.
Interestingly, our meta-analysis revealed a
significant difference between light and laser
sources. However, the noncoherent light sources,
such as LEDs and broad-band lamps, have
become more prevalent, with advantages of LEDs,
including no laser safety issues, ease of home use,
ability to irradiate a large area of tissue at once,
wearability, and much lower cost per mW.

Arange of light energy sources from LEDs to
lasers have been used with specific advantages
and limitations. There is evidence to show the
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nondependence of photobiomodulation on lasers
or coherence, while the quasimonochromatic LED
devices could also yield physiological effects.”®

The study of LLLT devices consisted of 224
red LDs (660nm, 5mW) in the treatment group,
while the sham devices composed of 224 LEDs
(650+20nm) in the control group. Each LD had
the optical power at the irradiance of 3.5mW/
«m?, whereas the LEDs comprised the power
of 0.5mW/diode (10 times lower than LDs).
There was an increase in hair density and
diameter in both groups. The treatment group
was significantly superior to the sham devices,
with the mean change from baseline to Week
24 for hair density of 10.21+3.25 hairs/cm?in
the treatment group versus 3.95+1.32 hairs/
cm? in the sham group. The mean change for
hair diameter was 6.11+2.15um in the laser
group versus 3.7621.24um in the sham group.
Therefore, the LEDs were as likely to impact
photobiomodulation as the LDs.

Due to the very low power of LEDs (0.5mW/
diode), compared to the appropriate dose of
2to 4J/cm?, the results of LEDs could not be
obviously concluded.*® Nevertheless, some
head-to-head studies, which compared both
light sources, yielded no difference in their
effects.” Hence, more high-quality head-to-head
comparison studies are required to verify the
significant difference between dose responses or
physiological effects of LEDs and laser PBM.'>%

All devices used the light/laser sources with
620 to 678nm following the absorption peak
at 660nm? of CCO as the chromophore for LLLT.
According to Arndt-Schulz Law, it is widely
accepted that there is no response in the case
of the irradiance or the too-short duration.*
Likewise, with the irradiance or too-high
duration, the response may be inhibited.
According to Hamblin et al (2009)* the irradiance
of 2 to 4)/cm? was determined to be appropriate.
When this theory was applied to the LLLT devices,
it usually provided patients with this therapeutic
irradiance.

In a study to compare the efficacy of standard
treatments including oral finasteride and topical
minoxidil with LLLT, the Tmg of finasteride
in male patients with PHL for 12 months
significantly increased total hair counts for 7.3
percent and 8.99 percent of the patients at six and
12 months, respectively (p<0.001). The 2% and
5% topical minoxidil demonstrated a significant
increase of nonvellus hair counts for 8.84 percent
(p=0.013) and 12.3 percent (p<0.001) at 48

weeks, respectively.** The LLLT efficacy revealed
a significant increase of terminal hair counts for
20.9/cm? (12.79%, p=0.0249) versus 25.7/cm?
(16.96%, p=0.0028) in the 9- and 12-beam laser
comb treated side at 26 weeks after treatment,
respectively.? Hence, the efficacy of LLLT appears
comparable to the conventional PHL treatment.
The comparable efficacy was also observed in
treatment of female patients with PHL for four
months. The combination treatment of 5%
minoxidil and LLLT appeared to provide a better
response of hair density than minoxidil or LLLT
alone.

From the published articles to support the
efficacy of devices, the included participants
had only mild-to-moderate PHL. However, no
study was conducted in severe cases of PHL, an
area that requires further investigation. In terms
of duration of studies, no RCT was conducted
longer than 26 weeks. Thus, the current
recommendation for or against the treatment
of more than six months with LLLT in PHL could
not be affirmed at present.2 Nonetheless, the
long-term efficacy in the real setting has not
yet been investigated. Initially, the duration
of treatment depends on the power density of
the device. The treatment duration should be
short with a high-power density device. The
irradiance (power multiplied by duration time)
should be within the therapeutic range (2—4J/
cm?).22 Unfortunately, only the RCTs by Friedman
etal (2017)," Lanzafame et al (2013),%" and
Lanzafame et al (2014)" reported the irradiance
use in their studies.

Limitations. Only a few RCTs of LLLTs in PHL
treatment were conducted in a short-term follow-
up (maximum 26 weeks). Also, there were limited
amounts of trials with large sample sizes, while
the wavelength and power used in LLLTs were
diverse within the enrolled trials. Particularly, no
head-to-head studies with efficacy comparison
between the devices were observed.

CONCLUSION

Following our systematic review, the design
of devices and the technology of home-use
LLLT devices approved by the FDA in the current
US market could be divided into four main
categories: cap, comb, hairband, and helmet,
with LDs being more popular than LEDs for the
wavelength within the range of 620 to 678nm.
From the meta-analysis, LLLT could improve hair
density for both male and female patients with
PHL, with no significant difference between
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sexes and comb- and helmet-type devices for

the increase of hair density, indicating promising
efficacy of LLLT devices. Interestingly, there was

a significant difference of improvement of hair
density between energy sources. Due to the short
duration of studies (<26 weeks), overall, the
devices should be further evaluated in the longer-
term studies, especially in patients with severe
PHL. Moreover, head-to-head studies among the
devices and different LLLT sources, in combination
with standard treatments, such as oral finasteride,
should be conducted to further elucidate their
efficacy.
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TABLE 1. Summary of Low-Level Laser Light Therapy Devices approved by the United States Food and Drug Administration

DEVICE CAPILLUS 82 | CAPILLUS 202 CAPILLUS 272 HAIRMAX HAIRMAX HAIRMAX
CHARACTERISTICS (ULTRA) (PLUS) (PRO) LASERCOMB 7 HAIRMAXEASERCOMB 9 LASERCOMB 12 LASERBAND 41

Shape Sports cap Sports cap Sports cap Comb Comb Comb Headband

Laser diode quantity/

82/650 202/650 272/650 7/655 9/655 12/655 41/655
wavelength
Light ?mlttlng diode N/A N/A N/A N/A N/A N/A N/A
quantity/wavelength
Power/diode <5mW <5mW <5mW <5mW <5mW <5mW <5mW
Total power output <410mW <1010mW <1360mW <35mW <45mW <60mW <205mW
Treatment regimen 30 mins 30 mins 30 mins 15 mins 11 mins 8 mins 3 mins
Frequency 3—4times/week 3—4 times/week 3—4times/week 3 times/week 3 times/week 3 times/week 3 times/week
Price (USS) 999 1999 2999 295 395 495 595
Sample size N/A N/A 44F 7F28 M 110M 21F1TM 141F128M N/A
Duration of study N/A N/A 17 weeks Cohort 6 mo 26 weeks  Cohort2yr 26 weeks N/A
Mean i 8n‘iNﬁlzznt
51% increase in Total hair counts  terminal im grovement
terminal hair counts increased by 93.5% hair p20 with " Qverall, terminal hair
Outcome N/A N/A as compared with and total hair density moderate density increased by N/A
sham-treated control ~ tensilestrength  increased . 15.27 hairs/cm?
. . improvement,
patients increased by 78.9% by 19.8 Awith no

hairs/cm? .
improvement

N/A: not applicable

TABLE 1 (continued). Summary of Low-Level Laser Light Therapy Devices approved by the United States Food and Drug Administration

]31[¢ HAIRMAX REGROW 272 IRESTORE IRESTORE LASERCAP
CHARACTERISTICS | LASERBAND 82 | BY HAIRMAX ESSENTIAL PROFESSIONAL LCPRO

Shape Headband Sports cap Helmet Helmet Helmet Sports cap

Laser diode quantity/

el 82/655 272/655 21/655 21/650 82/650 224/650
:E'::tft';’/'gg‘vgef;s;fh N/A N/A 30/655 30/660 200/650 N/A
Power/diode <5mW <5mW <5mW <5mW <5mW <5mW
Total power output <410mW <1360mW <255mW <255mW <1410mW <1120mW
Treatment regimen 90 secs 30 mins 25 mins 25 mins 25 mins 36 mins
Frequency 3 times/week 3 times/week Every other day Every other day Every other day Every other day
Price (USS) 795 999 695 695 1195 2995
Sample size N/A N/A 4 M 47F 45F N/A N/A N/A

Duration of study N/A N/A 16 weeks 16 weeks 16 weeks N/A N/A N/A

35%increase  37%increase  Average hair
Outcome N/A interminal  in terminal density of N/A N/A N/A
haircount  haircount  207+12.97/cm?

N/A: not applicable
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TABLE 1 (continued). Summary of Low-Level Laser Light Therapy Devices approved by the United States Food and Drug Administration
NUTRASTIM

ATTRIBUTES LASER HAIR THERADOME LH | THERADOME LH LASERCAP SD | LASERCAP HD LASERCAP | ILLUMIFLOW | ILLUMIFLOW IHELMET 200
COMB HD+ 148 272

Shape Comb

Laser diode

quantity/ 12/655 40/678 80/678 80/650 224/650 304/650 148/650 272/650 200/650
wavelength

Light emitting

diode quantity/ N/A N/A N/A N/A N/A N/A N/A N/A N/A
wavelength

Power/diode <5mW <5mW <5mW <5mW <5mW <5mW <5mW <5mW <5mW
Total power

Helmet Helmet Sports cap Sports cap Sports cap Sports cap Sports cap Helmet

e <60mW <200mW <400mW <400mW <1120mW  <1520mW <740mW <1360mW <1000mW
Tre:.atment 8 mins 20 mins 20 mins 30 mins 30 mins 30 mins 30 mins 30 mins 30 mins
regimen

Frequency 3 times/week 4 times/week 2 times/week Evergac;ther Evert other day Evergailther Every otherday Every otherday Every other day

Price (USS) 279 595 895 N/A N/A N/A 549 799 1199
Sample size N/A N/A N/A N/A N/A N/A N/A N/A
Duration of study N/A N/A N/A N/A N/A N/A N/A N/A
Outcome N/A N/A N/A N/A N/A N/A N/A N/A

N/A: not applicable

TABLE 1 (continued). Summary of Low-Level Laser Light Therapy Devices approved by the United States Food and Drug Administration

GRIVAMAX BOSLEY BOSLEY
ATTRIBUTES 148 GRIVAMAX 272 | REVIAN RED REVITALIZER | REVITALIZER KIIEER 148 KIIEER 272
164 272

Sports cap Sports cap Sports cap Sports cap Sports cap Sports cap Sports cap Sports cap

DERMASCALP | DERMASCALP

Shape Sports cap
Laser diode

quantity/ 148/650 272/650 - 148/650 272/650 164/650 272/650 148/650 272/650
EE R

Light emitting

diode quantity/ = = 119/620-660 = - - - - -
wavelength

Power/diode <5mW <mW <5mW <5mW <5mW <5mW <5mW <5mW <5mW

Total power

ottt <740mW  <1360mW  <5o5mW  <740mW  <I360mW  <820mW <1360mW <740mW  <1360mW
Hicatment 30 mins 30 mins 10 30 mins 30 mins 30 mins 30 mins 30 mins 30 mins
regimen

Every other Every other

Frequency Every other day Everyday 3times/week 3 times/week Evertotherday Everyotherday  Everyotherday

day day
Price (USS) 549 849 995 N/A N/A 1599 2599 549 845
Sample size N/A N/A N/A N/A N/A N/A N/A N/A N/A
Duration of study N/A N/A N/A N/A N/A N/A N/A N/A N/A
Outcome N/A N/A N/A N/A N/A N/A N/A N/A N/A

N/A: not applicable
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TABLE 2. Summary of patient characteristics, low-level laser light therapy devices, technology, procedures, results, adverse effects, and quality assessment in the reviewed trials

SUBJECTS AVERAGE AGE
AGA CLASSIFICATION/ SKIN (MALE/ (YEARS) DEVICE DESIGN LLLT LEDS OR LDS WAVELENGTH/

TYPE FEMALE) (MEAN=SD) WAVELENGTH QUANTITY/POWER

AUTHOR (YEAR)

Leavitt M (2009)2 NW: lla—V, FPT: |-IV SR 47.9+8.7 AT | e o | B
Sham (39/0) type)
LLLT (15) LLIT43.9+122  Ooze 3R LLLT Device Ty | SR
el Rl Sham (14) Sham 44.5+11.4  (helmet-type) 650nm, 660nm LA EELIIN (2}
2=t v g LDs 650nm/27/4mW
Lanzafame RJ NW: lla=V LLLT (22/0) LEDs 655420nm/31
013 FPT: IV Sham(igfe) o8 e I T e T
by ot LLLT (0/24) LLLT 46.39.2 LEDs 655+20nm/30
s Sham (0/18)  Shamsta71 (0 A0S (heImeEtype) o BSSESIM eoc 6oy /sm
LLLT (0/42) LLLT 49.3£9.1 HairMax LaserComb 0
Sham (0/21) Sham 49.8+7.3  (comb-type) 9-beam e (e
NW: la=V LLLT (0/39) LLIT48.7+10.2  HairMax LaserComb (comb-  635nm (£5%)/ LDs 635nm (£5 %)/6
JimenezJJ ; frontal Sham (0/18) Sham 49.1+83  type) 12-beam 655nm (£5%)  LDs 655nm (5 %)/6
2014)7 IE\LVT II—T{/II—L 11-2, fronta
sI= LLLT (24/0) LLLT 47.8+9.0 HairMax LaserComb (comb- N 0
Sham (14/0) Sham 40.9+9.5  type) 9-beam e
LT(19/42)  LLT47.9+96 (Hci'ma: Laes)e;fgg; 635nm (+5%)/LDs 655nm (:5%)/9
Sham(1/0)  Sham459+104 2—bean)1,p g 65nm (+5%)  LDs 63 nm (=5 %)/6, 655nm (5 %)/6
LW: -2, 11-2, LLLT (0/19) LLLT 48.4+5.3 Dome laser device (helmet-
- FPT: 1-IV Sham (0/21)  Sham47.1+11.6  type) A
Mai-Yi Fan S NW: lla=V, LW: I-4, 1I-1, 1I-2, LLLT (61/13) LLLT 37.1£8.1 iRestore ID-520 (helmet- 650+10nm/  LEDs 660+5nm/27/<22mW/cm?
(2018)* FPT: I-IV Sham (61/13) ~ Sham37.1+£8.1  type) 660+£5nm  LDs 650+10nm/27/<4.6mW

NW: Norwood-Hamilton class; LW: Ludwig—Savin Baldness Scale; FPT: Fitzpatrick skin phototype; TX: treatment; min: minute(s); nm: nanometer; N/A: not applicable
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TABLE 2 (continued). Summary of patient characteristics, low-level laser light therapy devices, technology, procedures, results, adverse effects, and quality assessment in the reviewed trials
TREATMENT

TREATMENT RESULTS, CHANGE IN ADVERSE EFFECTS QUALITY

AUTHOR (YEAR) POWER DENSITY/ FLUENCE | DURATION, FREQUENCY HAIR DENSITY ASSESSMENT

WEEKS

. 15 min/Tx LLLT: 17.3£11.9 Mild paresthesia: 4 cases
20 v
il A2 L 2 3Tx/ week Sham: -8.9+11.7 Mild urticaria: 4 cases 4
630nm LEDs: 60.7mW/cm?
660nm LEDs: 182.8mW/cm? :
UL AL s 2% 18min/Ty, dail LT 17,2121 g::r(ril:ctl(:fo 9|cL Ltllbﬁg:wé?uu 4 3
Total power density of device: » daty Sham:-2.1+13.3 sham gicp ' !
92.15mW/cm?
Fluence: 47.90J/cm? for 18 min Tx
. 25min/Tx, every other  LLLT: 67.2+33.4
21 . ) .
Lanzafame RJ (2013)*"  Fluence: 67.3)/cm?for 25 min Tx 16 day Sham: 32,3444, No reported 4
. 25 min/Tx, every other  LLLT: 48.1+17.6
. 2 '’
- Fluence: 67)/cm? for 25 min Tx 16 e Sham: 11.1648.33 No reported 4
. LLLT: 20.2+11.2
11 min/Tx, 3 Tx/week Sham: 2.8+16.5
) Dry skin (5.1%)
+
18 min/Tx, 3 Tx/week ISJI-1Tan21036641-19§ Pruritus (2.5%)
JimenezJJ (2014)%  N/A 26 I 184:13 ; Scalp tenderness (1.3%) 5
15 min/Tx, 3 Tx/week s ’ .3' 019 3 Irritation (1.3%)
ELUBEHIESE Warm sensation (1.3%)
. LLLT: 25.7+17.1
8 min/Tx, 3 Tx/week Sham: 9.4+12.9
Total power density: 2.34 mW/ 30 min/Tx, every other  LLLT: 63.750.9
- 2 L Sham: 125138 o reported 3
) Eczema (4%)
Mai-YiFan $ (2018)*  N/A 24 30 min/Tx, 3 Tx/week LUHAES Pruritus (3%) 3
Sham: -2+12.6
Acne (1%)

NW: Norwood-Hamilton class; LW: Ludwig—Savin Baldness Scale; FPT: Fitzpatrick skin phototype; TX: treatment; min: minute(s); nm: nanometer; N/A: not applicable
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